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BEEUEREZREISER Centrifugal Filters Quality Final Check List
BFS s
FTT410500 50ml; 10KD
Catalog Number Specifications
#itS Spu L]
230327-878-F 2028-03-27
Lot Number Expiration Date
T =) ot =L
2023-03-27 2023-03-30
Manufacture Date Inspection Date
HRISIRARER
Inspection Item and Result
K E 1RSSR
SISTRE Mim Acceptance Level Inspection Result
Inspection Item and Standard 7 €3 HmE i B 7R FIiR
Quality Level | Sample Size Ac:Re Result Judgement
FRITREIE. TM5, W, KT _
\ {kiEtRfE: GB/T 2828.1-2012
Flg, TiGE, QTR
IR Standard: GB/T2828.1-2012
No heterochromatic impurities. No f5&/Meet criteria B1g/0K
Appearance EEKE: Level 1, AQL 1.5
oil, crack, shrinkage deformation,
Sample Level: Level I, AQL 1.5
burrs. With complete packaging.
B 121E:3000xg
EfA:4000xg
Centrifuge test : C=0 4 0: 1 f5&/Meet criteria B1g/0K
Swing bucket rotor :3000xg
Fixed angle rotor: 4000xg
BO&EER: >90%
1ese = ) =0 4 0: 1 F5&/Meet criteria /0K
A Protein retention rate: >90%
Function
B x2% C=0 4 0: 1 & /Meet criteri AfR/OK
Capacity: within+2% B wE/ieet cena
JMEBEEERE Ink fastness C=0 4 0: 1 54/ Meet criteria B1%/0K
Ee&%E Fit and sealing C=0 4 0: 1 f5&/Meet criteria AtE/0K
HEMER writing effect C=0 4 0: 1 45 /Meet criteria B1&/0K
E=EEFIRR =Iq =10
; aagho v -
Final Judgement Acce \Q)\\'t\ 9 u ‘/E/A Reject
e R
Signature
1838 Inspected by H#% Approved by
L
A L1 ik
FEG T QR-18-30 B 1| JiA: A/2




